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1. Transfer printing on to medical dressing and PET film 

 

Figure S1. Photographs of the multifunctional sensor transferred onto various soft films  

 

The multifunctional sensor pattern can be other soft materials widely used in biomedical 

applications using the proposed simple and rapid microfabrication process. The sensor pattern 

could be fabricated onto (a) 100 m-thick PET film and (b) medical dressing (Tegaderm, 3M). 

(b-1) shows sensor on Tegaderm conformally attached onto skin in the forearm. 

  



 

2. Detailed fabrication procedures 

 

 

Figure S2. Schematic illustration of complete step-by-step fabrication process 

 

Detailed description of the fabrication procedures is provided in the Methods section.  



2. Calculation of “Fill factor” 

 

 
Figure S3. Calculation of “Fill factor” for quantification of the integrity of the patterned 

gold lines. (scale bar: 1 mm) 

 

 “Fill factor” was calculated as a quantified measure to assess the integrity of the fabricated 

gold lines by finding the number of voids which are seen as white pixels in the back-lighted 

ages. The original back-lighted images of the gold lines taken by stereoscopic microscope 

were first cropped to only contain the gold surfaces area and to trim the background area off 

the images. The cropped images were converted into black and white images of brightness 

value of 0 to 255, and threshold (>100) was applied to turn the BW images into binary 

images. The fill factor was then calculated by dividing (Number of all the pixels – Number of 

white pixels) by (Number of all the pixels). 


